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ABSTRACT In this paper, a novel flexible robot system with 
a constrained tendon-driven serpentine manipulator (CTSM) 
is presented. The CTSM gives the robot a larger workspace, 
more dexterous manipulation, and controllable stiffness 
compared with the da Vinci surgical robot and traditional 
flexible robots. The robot is tele-operated using the Novint 
Falcon haptic device. Two control modes are implemented, 
direct mapping and incremental mode. In each mode, the 
robot can be manipulated using either the highest stiffness 
scheme or the minimal movement scheme. The advantages 
of the CTSM are shown by simulation and experimental 
results.
KEYWORDS surgical robot, flexible manipulator, tendon-
driven, minimally invasive robotic surgery 
1  Introduction
Surgical robots with flexible manipulators (FMs) have the 
potential to revolutionize minimally invasive robotic sur-
gery (MIRS) [1]. Their advantages over traditional rigid- 
arm surgical robots, represented by the da Vinci surgi-
cal robot system, include: ① safer surgical intervention; 
② the ability to explore a much wider range inside the body; 
and ③ the ability to manipulate inside the body without piv-
oting around the trocar. These advantages have driven Intui-
tive Surgical to develop the latest da Vinci Sp surgical system, 
which is equipped with FMs [2].  
Current FMs mainly fall into two categories: the tendon-
driven manipulator (TM), whose flexible backbone can be 
serpentine (TSM) [3, 4] or continuum (TCM) [5, 6]; and the 
concentric tube manipulator (CTM) [7, 8]. In traditional TMs, 
the flexible backbone is bent by the tendons (sometimes 
called cables or wires [9]). The curvature of the backbone is 
controllable, while the length of the bending section is fixed. 
In the CTMs, several pre-curved tubes are nested concentri-
cally. By inserting and rotating the inner tubes with regard 
to the outer tubes, the overall shape of the flexible backbone is 
controlled. The curvature of the distal bending section of the 
CTMs is fixed. The limited control of the bending section in 
existing mechanisms constrains the workspace and dexterity 
of the robot. Although this could be alleviated by introduc-
ing more bending sections, the tradeoff is that the system 
becomes much more complicated. The HARP robot [10] uses 
two concentric TMs, which can bend to any desired shapes. 
However, the movement of the HARP is very slow. Another 
common drawback of FMs is the limited payload ability, due 
to the low stiffness of the flexible backbone. The limitations of 
existing FMs raise the demand for a new FM design, in which 
both the curvature and length of the bending section are con-
trollable, and in which the backbone stiffness is tunable. 
In this paper, we present a novel TSM design, which 
employs a constraint tube to expand the workspace and en-
hance dexterity [11, 12]. It is named the constrained tendon-
driven serpentine manipulator (CTSM). The stiffness of the 
CTSM can be tuned in two ways: by controlling the tendon 
tensions simultaneously as in traditional TSMs [13], and by 
controlling the length of the bending section. A robot utiliz-
ing the CTSM was developed. It is tele-operated using the 
Novint Falcon haptic device [14]. Two motion-control modes 
are implemented: direct mapping and incremental mode. 
The results given in this paper are modified from those in 
our ongoing conference paper [15]. The rest of the paper is 
organized as follows: Section 2 presents the flexible robot 
system design and tele-operation scheme; Section 3 gives 
the kinematic modeling; Section 4 gives the optimal control 
of the robot; Section 5 shows the robot prototype and ex-
perimental results; and Section 6 concludes the paper.
2  The flexible robot system
The flexible robot is composed of the robot structure, the mi-
cro controller, and the input device (the Novint Falcon haptic 
device).
Research
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2.1 Mechanical design of the flexible robot
The design of the robot structure is shown in Figure 1. It 
comprises two parts: the CTSM and the driving module. 
The CTSM design is developed based on our previous TSM 
designs [3, 4]. It contains a chain of short vertebrae, with 
two adjacent vertebrae forming a joint, a set of tendons, an 
elastic tube, and a constraint tube. The elastic tube regu-
lates the rotation of the joints, which is controlled by the 
tendons. In the CTSM, the number of joints can be modi-
fied as desired without increasing the number of tendons. 
The constraint tube is concentric with the elastic tube. It is 
rigid and can translate along the flexible backbone, which 
is composed of the vertebrae and the elastic tube. Since the 
constraint tube is rigid, in the flexible backbone the section 
overlapping with the constraint tube cannot be rotated. The 
rest section (bending section) can be bent by the tendons. 
Therefore, by controlling the position of the constraint tube, 
the length of the bending section is controlled. The driving 
module is composed of two servo motors and two stepper 
motors. As illustrated in Figure 1, the two servo motors 
control the bending of the CTSM through tendons: “Servo 
motor-V” controls the up/down bending and “servo motor-
H” controls the left/right bending. The constraint tube is 
controlled by the “stepper-C” and the base of the robot is 
controlled by the “stepper-B”.  
The bending motion of the CTSM is illustrated in Figure 
2. In the figure, the constraint tube advances from the base 
toward the distal end of the flexible backbone as shown by 
(a)–(c). The highlighted blocks represent the constrained 
vertebrae. The trajectory of the distal end during backbone 
bending is controlled by the tendons and the constraint tube. 
It is noted that, when the constraint tube is immobilized, the 
bending motion of the CTSM is the same as a TSM.
2.2 Tele-operation scheme
The robot is controlled using the Novint Falcon [14], which is 
a low-cost haptic device that can provide the spatial position 
of the knob. The tele-operation scheme is shown in Figure 3. 
The Novint Falcon serves as the master controller. The knob 
position of the Novint Falcon is sent to Matlab©, and the 
program solves the control inputs to the motors. The micro 
controller (Arduino Mega 2560) converts the control inputs to 
PWM signals, which control the motion of the motors. 
Two control modes can be implemented. One is the direct 
mapping mode, in which the workspace of the Novint Falcon 
is mapped to the workspace of the flexible robot by some scal-
ing factor. The end effector of the CTSM follows the motion of 
the knob continuously. In the second mode, the robot is moved 
incrementally by the knob with the assistance of the but-
tons on the knob. The details are described in the following 
section.
Figure 1. Mechanical design of the flexible surgical robot. (a) Constrained tendon-driven serpentine manipulator (CTSM); (b) explosion view of the CTSM; 
(c) cross-section view of the joint; (d) tendon configuration.
Figure 2. Bending motion illustration of the CTSM.
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3 Kinematic modeling
3.1 Kinematics model
The kinematics model is composed of the four mappings, as 
shown in Figure 4. The “device-actuator space mapping” ( f4 ) 
is fundamental in robot control. It can be derived from the 
other three mappings: the “actuator-joint space mapping” 
( f1 ), the “joint-task space mapping” ( f2 ) and the “task-device 
space mapping” ( f3 ). The following gives a summary; this 
derivation is similar to that in our previous work [3, 4, 11]. 
The coordinate frame setting and nomenclature are given in 
Figure 5. 
the length of the tendons and h0 is the joint gap distance, both 
at resting position; and d is the distance between the tendons 
in a pair.
(2) Joint-task space mapping ( f2 ): The distal end position 
xt = {xt, yt, zt } of the CTSM in the task space is:
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(3) Task-device space mapping ( f3 ): The task-device space 
mapping is directly related to the CTSM motion control in the 
tele-operation. The inverse mapping in the two motion modes 
is given. In the direct mapping mode, f3 is straightforward.
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where xd is the desired position and the vector k includes the 
scaling factors.
In the incremental mode, the CTSM end effector is not 
controlled by the position of the knob, but by the stroke in 
each movement cycle when the button is pressed. The inverse 
mapping ( f3–1) is below:
                           1 1
t t d d
i i i i− − = + ⋅ − x x k x x  (4)
3.2 Simulation results
A comparison between the traditional TSM and the CTSM 
was performed based on simulation. In the simulation, both 
the TSM and the CTSM contain 25 vertebrae and the total 
length is 100 mm. The maximum joint rotation is 7.2°. Figure 
6 gives the results of workspace comparison. By introduc-
ing the constraint tube, the workspace of the manipulator is 
much expanded. 
Figure 3. The scheme of the tele-operation.
Figure 4. Kinematics mappings.
Figure 5. Coordinate setting and nomenclature.
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in which ( )sin
2
da = Φ  and ( )cos
2
db = Φ  are the distances of
the tendons to the bending neutral plane as in Ref. [3]; L0 is 
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ment is:
                       2 2 sin ( 1) 2c
x y R N N θ + = ⋅ − +  
 (6)
Figure 8 gives the number of solutions to Eq. (6) with the 
same parameters as in the previous simulation.
Figure 6. Workspace comparison. (a) Traditional TSM; (b) CTSM.
Figure 7. Dexterity comparison. (a) Traditional TSM; (b) CTSM.
4 Optimal control scheme
As seen in the previous section, the CTSM has a plurality of 
configurations for accessing the target. This gives the oppor-
tunity to control the robot with an optimal strategy based on 
needs. In this section, two optimal strategies are proposed.
4.1 Highest stiffness
As mentioned in the introduction, the stiffness of the CTSM 
can be controlled in two ways. In this section, we focus on the 
method of controlling the backbone-bending configuration.
The CTSM structure is similar to a cantilever beam, the 
stiffness of which is proportional to the cube of the back-
bone length. Hence, in the highest stiffness control mode we 
choose the shortest length of the bending section. If the set of 
the solution to the target Pd is {Nf, θ, Φ}, the optimal solution 
is:
                          Nc
*(x, y) = max{Nc (x, y)}  (5)
where Nc is the set of possible solutions in the inverse kine-
matics.
It is noted that the base of the CTSM is translational, and 
the CTSM can bend in all directions with equal effort. There-
fore the number of solutions depends on the lateral displace-
ment 2 2x y+  only. This can be solved in advance. Noting 
that N = Nc+Nf from the previous model, the lateral displace-
Figure 8. Number of solutions for N = 25 and l = 4.
4.2 Minimal movements
For minimal movements, a penalty function to optimize Nc is 
employed. It includes the difference of Nc and z0 of each time 
step (i, i–1), a vector r that includes the penalty factors r1 and 
r2, and two weight factors, α and β. The factor α is the scaling 
for the steps of the base motor (stepper-B) and the factor β is a 
weight factor to reduce the movements of the constraint mo-
tor (stepper-C). The constraints for the boundary minimum 
problem are:
                    * * max0 0( , ) nd ( ,  a  ) 
max
c c x yN x y N z z  (7)
With the constraint (7) and the weight factors, the follow-
ing penalty function is developed:
                  
1
1
max, 2
1
max 2
2
( , ) ( , ( , , ))
                
               min{0, ( , ) }
               min{0, }
i i i i i
c b c c b
i i
c c
i i
c c
i
b b
P N z N x y N z
N N
r N x y N
r z z
θ α
β
−
−
= −
+ −
+ −
+ −
r ‖ ‖
‖ ‖
 (8)
Using the Nelder-Mead Simplex method [16], we find the 
minimum of Eq. (8) and get:
                                  * min{ ( , )}ic cN P N= r
 (9)
5 Prototype and experimental results
A prototype was developed, as shown in Figure 9. The outer 
diameter of the vertebrae is 7.5 mm. In the middle of the ver-
tebrae there is a 3 mm hole for the elastic tube and constraint 
tube. The length of each vertebra is 3.2 mm. Two successive 
vertebrae form a joint and each joint can rotate up to 7.25°. 
The number of vertebrae can be changed as desired. In the 
following tests, the CTSM has 20 vertebrae. The CTSM is con-
trolled by four motors: Two servo motors control the bending, 
one stepping motor controls the movement of the constraint 
In the dexterity comparison, the manipulator accesses the 
target position Pd (65, 0, 50). Figure 7 gives the results. The 
TSM can access the target with only one configuration, while 
the CTSM can access Pd with five configurations. This result 
shows that at this position, the CTSM is five times more dex-
terous than the TSM. It should be noted that the dexterity is 
related to the position of the target. On average, the dexterity 
of the CTSM is 4.7 times that of the TSM.
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tube, and another stepping motor controls the movement of 
the CTSM base.
Figure 9. Prototype of the flexible robot.
Three experiments were carried out to demonstrate the 
performance of the CTSM. The first involves target ap-
proaching in a confined environment, and the second is 
a weight-lifting test. In both tests, the robot is controlled 
in four modes: ① direct mapping with highest stiffness; 
② direct mapping with minimal movements [α = 1, β = 25]; 
③ direct mapping with minimal movements [α = 10, β = 1]; 
and ④ incremental mode with highest stiffness. In the third 
experiment, the CTSM is controlled to explore the nasal cav-
ity, mimicking transnasal surgery.
Experiment 1—Target approaching in a confined envi-
ronment: The CTSM is controlled to tap three targets in a 
confined environment starting from the resting position, as 
shown in Figure 10(a). The opening of the plastic bottle mim-
ics the trocar, and the targets mimic the places of interest in 
the MIRS. Figure 11 shows the trajectory of the CTSM end ef-
fector in the four control modes. In the figure, the three cross 
markers represent the targets and the dots denote the posi-
tions of the distal end of the CTSM at different time instances 
(corresponding to the colorbar at the bottom). The time be-
tween two consecutive points is one second. From the results, 
the CTSM successfully approaches the vicinity of the three 
targets in all four modes. The time consumed in mode ③ is 
the shortest (29 s) and in mode ① is the longest (47 s). Based 
on the tapping accuracy, modes ② and ④ are much better 
than modes ① and ③. In MIRS, accuracy is more important 
than speed. Therefore, the incremental mode is better suited 
in MIRS than the direct mapping mode. To improve the po-
sitioning accuracy in the direct mapping mode, the minimal 
movement scheme can be adopted.
Experiment 2—Weight-lifting test: The CTSM is controlled 
to a target position and then a 10 g weight is placed on the tip 
of the CTSM, as shown in Figure 10(b). After 15 s of random 
Figure 10. Experiment testing. (a) Target approaching in a confined 
environment; (b) weight-lifting test; (c) nasal cavity exploring test.
movements, the CTSM is controlled to access the target again. 
The deformation of the backbone is compared in Figure 12. In 
the figure, the green-colored area is the deformed backbone, 
and the light blue area is the initial backbone shape. In mode 
①, the CTSM gets to the target with negligible error. In mode 
④, the deformation is slightly larger but remains small. In 
mode ② and mode ③, the backbone deformation is much 
larger than in the highest stiffness modes. In particular, 
mode ② has the largest deformation, as it is in fact the mini-
mal stiffness mode. 
Experiment 3—Nasal cavity exploring: The CTSM is con-
trolled to “explore” the nasal cavity through the nostril of a 
skull phantom, as shown in Figure 10(c). Both the direct map-
ping mode and the incremental mode were tested. Experience 
shows that in the direct mapping mode, the CTSM can move 
close to the nostril quickly, but cannot easily point to the 
nostril and enter it due to hand tremor. On the other hand, in 
the incremental mode, the CTSM moves toward the nostril 
Figure 11. Distal end trajectories in the four control modes in experiment 1. 
(a) Direct mapping with highest stiffness; (b) direct mapping with minimal 
movements [α = 1; β = 25]; (c) direct mapping with minimal movements [α = 10; 
β = 1]; (d) incremental mode with highest stiffness.
Figure 12. Deformation of the distal after 15 s moving with light blue color 
at t = 0 s and green color at t = 15 s. (a) Direct mapping with highest stiffness; 
(b) direct mapping with minimal movements [α = 1; β = 25]; (c) direct mapping 
with minimal movements [α = 10; β = 1]; (d) incremental mode with highest 
stiffness.
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slowly but can enter the nostril much more easily and can be 
better maneuvered inside the nasal cavity. Therefore, a com-
bination of the two modes is favorable. Two snapshots during 
the test are shown in Figure 13. During the exploration, the 
CTSM does not require pivoting around the entry point as 
does the da Vinci robot. As the nostril is narrow and deep, re-
duced pivoting can reduce the trauma to the nostril.
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Figure 13. Snapshots in the nasal cavity exploring test.
6 Conclusions
This paper presents a novel tele-operated flexible robot with 
a constrained tendon-driven serpentine manipulator (CTSM). 
In the CTSM, both the length and curvature of the bend-
ing section are controllable, which brings multiple benefits 
including expanded workspace, enhanced dexterity, and 
controllable stiffness. Two tele-operation modes are imple-
mented and evaluated. The direct mapping mode enables fast 
motion, while the incremental mode entails better accuracy. 
In the future, functional tools, such as a micro camera, for-
ceps, needles, and so on will be added to the robot, resulting 
in a flexible robot for MIRS.
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